TEXNIKEZ TTIPOATAIPAZEZ

METPHTH PAATOZYXNOTHTN

TEXNIKEZ TIPOAIAIPAZEZ

A. | TENIKA
®opnTodC HETPNTAC PAdIOCUXVOTATWY akpiPpeiag, KaTAAANAOGC yia HETPROEIC
1. RF amé payvntiké Toloypd@o, OuvodeUOUEVOC aTd £€vav 100TPOTIIKO
e€wTepikd avixveuTh. Na civar amAdg, eUkoAog aTh Xphon kai eAappuc.
B. | TEXNIKA XAPAKTHPIZTIKA
1. | Aiaordosig Nai, va avagepBei.
2. | Bdpog Nai, va avagepBei.
Nai, va ouvodeUeTtar amétpumarapia/ec. Na
3 AeiToupyia Héow | avapepOei o apiBuog kal¥o TUMOC. AV
" | ymarapiag/wv diatiBevral emavagoéprifofdevec ymartapieg va
TPoo@epOei Kal o YopTOTAC TOUG.
4. | Autovopia Na avcypep@si O\XPOVOoC AciToupyiag HEow
UTTaTapiagAwWy.
IMHz-30QMHz TouAdxioTov. Oa ekTipunOei n
5. | EUpog ouxvoTATWV IKAvoTNTA. HETPNONG Ot HeydAUTepo €UPOG
GUXVOTATWV.
6. | IootpomikdTnTa avixveutn <| Nay va avagepOoUlv aToixeia avaAuTiKd.
7. | Wneiaxs 0Bovn NGI,, va avagpepBei. Na 81aBéTtel cukpiveic
evdceifeic.
8 XelpokivnTtn pUBuIon | Nai, va emiAéyeTal amod Tov XpHaoTh o TPOTIOG
" | TpOTIOU HETPNONG pétpnong (m.x. Average, Peak kAT.)
9. AUVCIILIIKI'] Trepioxn 0.2-500V/m TouAdxioTov
HETPATEWV
10. (AR'Z:SI':::n) TkavornTa | | i\ akac 0,01v/m
11. | ATtékpion ouxvoTNTAG Ao +1dB ¢wg +2,5dB 1o ToAU.
12. [NAUTOHATOC HNGEVIONOC Nai, va avagpepOei
13. g;;zcz;m:z Nai, va avagpepOei
14. | Todvra peTapopdc-pUAaénc | Nai, va avagepBei
15. | Thoromoinon Zou(pwvla ge ThV anvlia 89/336/EEC A tnv
petayevéoTepn oxeTikh 108/2004/EEC
r. EIAIKOI OPOI
1. | Na mapéxerar eyyOnon KaAng Asitoupyiag yia duo (2) Tn.
Na karaTteOei avaAuTiké @UAAO CUHHOPQWONG TPOGC TIC AVWTEPW TEXVIKEG
2. | mpodiaypdpéC HE aVTIOTOIXEC TAPATMOUTEG OTA €Tiohda @UAAAdIa Tou

KATAoKeuaaTIkoU oikou (prospectus, product data, manual kAT).




Na avagepBei 0 xpovog mapadoong o otoio¢ dev Umopei va utteppaivel TI¢
60 nuépec.

H mpounBelTpia eTaipeia Oa mpémel amapaitnta va 01aBétel oUoThUA
mo16TnTag¢ EN ISO 9001 teAeutaiag €kdoong, pe medio moTOMOINONG ThV
digkivnon TpoidvTWY Kal Thv TeXVIKA umooThpién mpoidvtwy. (Na
kataTteBoUv Ta ATapaiTNTA MATOTOINTIKA)

O KaATaokeudoTikOG oiko¢ va eivar moTtomoingévo¢ pe ISO 9001
TeAeuTaiag €kdoang Kal To TTpoapepopevo €idog va @épel miaTomoinTikd CE.
(Na katateBoUv Ta amapaiTnTa TIOTOTOINTIKA)

Na katareOei pe TNV 0IKOVOUIKA Tpoowopd KOoToG diakpiPpwoné TiUA yia
mévte (B) €Tn.

Ekmaideuon yia Toug XpAOTEC.

Na umdpxel n duvatotnta emidei§ng epooov {nThOci,'améd Tnv emITPOTH
a&loAdynong

A TO TMHMA FLA TO TMHMA
BIOIATPIKHZ TEXNOAOTIAZ




